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Non-destructive and quantitative measurements of
the amount of tritium retained on/in plasma-facing
materials (PFMs) of magnetic fusion devices are of great
importance to control of fuel particles and ensure safety for
maintenance work in the fusion systems. We have been
developing an approach to detect tritium using the
bremsstrahlung induced by beta rays with an imaging plate
(IP) in order to detect tritium in regions deeper than the
escape depth of beta-rays 1,2). An IP made of europium-
doped BaFBr(I), a photostimulated luminescence (PSL)
material, is a two-dimensional radiation sensor. In this
study, a combined technique of an imaging plate (IP) and
thin absorbers was applied to tritium in nickel specimens
using copper, aluminum, and gold foil as the absorber.
Copper and aluminum foil are used as a K-edge filter with
X-ray absorption at 9.0 keY and 1.56 keY, respectively.
Gold has L-edges X-ray absorption at around 13 keVI).
Tritium was introduced into sheet type specimens
(1.5 x 1.5 x 0.05 cm3) of nickel by gas absorption method at
673 K. The initial distribution of tritium in the nickel
specimen was examined by -ray induced X-ray
spectroscopy (BIXS) under Ar atmosphere. Tritium
distribution was measured twice, 20 and 388 days after
tritium loading by the combined technique of a BAS-MS
type-IP (Fujifilm Co., Ltd.) and absorbers. The BAS-MS
type-IP has a high sensitivity to photons. It can detect
bremsstrahlung X-rays, but not the beta particles emitted
from tritium because of its 9-jJm-thick
polyethyleneterephthalate protective film. The BAS-MS
type-IP was irradiated with bremsstrahlung X-rays by
placing the specimen directly on the IP or with inserting
absorbers for 1 h. A model FLA7000 IP reader (Fujifilm
Co., Ltd.) was used to read out the IP image.
X-ray spectrum from the nickel specimen containing
tritium showed a sharp intense peak of Ar K X -rays at
around 3 keY and another smaller sharp peak at 7.48 keY,
which can be assigned to Ni K X -rays. The spectrum
indicates that tritium is concentrated in the surface regions.
Fig 1 shows PSL decay curves as a function of the number
of electrons for three absorbers taken at 20 days after
loading. PSL decay curves for copper and aluminum
absorbers (shown as 0, 6, respectively) are similar, while
that for gold (shown as D) is quite different from others.
PSL decay curve consists of two components, with fast and
slow rates of decay, and they can be expressed in the
following equation I),
f(x) = a • e-~Ix + b • e-~2x (l)
where a and b are the relative ratio of two components, jJ I
and jJ2 penetrating coefficient of each component, and x is
the thickness of the absorber. Two components of PSL
decay curves for copper and gold absorber are shown as
solid lines in Fig.!. The same measurements were repeated
at 388 days after loading. PSL decay curves are shown in
Fig.2, expressing no differences in the PSL decay curves
for three absorbers. The ratio, a, the component with fast
rate of decay for the copper absorber at 388 days was
determined as 0.72, which became smaller than that at 20
days (determined as 0.975), indicating PSL derived from the
lower energy range decreased with time, while PSL decay
curves for the gold absorber does not change with time.
Cross section images and depth profiles were taken by
autoradiography to obtain tritium distributions in the nickel
specimen. No significant inclination of tritium concentration
was observed in both images and depth profiles. From these
results, it was considered that the same PSL decay curves
pattern for the copper or aluminum and gold absorber
indicates uniform tritium distribution in the specimen.
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Fig. 1. PSL decay curves as a function of the number
of electrons for three absorbers taken at 20 days after
loading.
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Fig. 2. PSL decay curves as a function of the number
of electrons for three absorbers taken at 388 days after
loading.
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i) Introduction 
Tungsten is considered to be a candidate for plasma 
facing materials (PFM) in future fusion devices. During the 
plasma operations, carbon will be implanted into the surface 
of tungsten, and a tungsten-carbon (W-C) mixed layer will 
be formed on the surface of tungsten. It is well known that 
the W-C mixed layer induces higher hydrogen isotope 
retention, indicating that the elucidation of hydrogen isotope 
retention behaviors under energetic hydrogen isotope 
implantation in the carbon pre-implanted tungsten is quite 
important to estimate the fuel behaviors in PFM during the 
fusion reactor operation. In this study, the deuterium ion 
was implanted with various ion fluences into the carbon pre-
implanted tungsten and correlation between recovery of 
irradiation damages and deuterium desorption behavior was 
studied. 
ii) Experimental  
Polycrystalline tungsten (10 mm φ×0.5 mmt) purchased 
from Allied material Co. was used. The samples were 
heated at 1173 K for 10 minutes under ultrahigh vacuum to 
remove the surface impurities and damages introduced 
during the polishing processes. After preheating, the 10 keV 
C+ was implanted into tungsten with flux of 1.0 × 1017 C+ m-
2 s-1 and fluence of 1.0 × 1021 C+ m-2. Thereafter, the 3.0 
keV D2+ implantation was performed with flux of 1.0 × 1018 
D+ m-2 s-1 and fluence of (0.03-1.8) × 1022 D+ m-2. 
Thermal desorption spectroscopy (TDS) 
measurements were performed to evaluate deuterium 
retention after D2+ implantation. The chemical states of 
carbon and tungsten on the surface was evaluated by X-ray 
photoelectron spectroscopy (XPS). The Transmission 
Electron Microscopy (TEM) observation with Focused Ion 
Beam (FIB) was done at Kyushu University to understand 
depth profiles of microstructure and irradiation defects in 
tungsten. The Glow Discharge Optical Emission 
Spectroscopy (GD-OES) measurements were carried out at 
University of Toyama to obtain the depth profiles of 
deuterium in tungsten.  
iii) Results and discussion 
D2 TDS spectra for C+ pre-implanted tungsten consisted 
of three deuterium desorption stages, located at around 400 
(Peak 1), 550 (Peak 2) and 650 K (Peak 3), which were 
attributed to the desorptions of deuterium adsorbed on the 
surface and trapped by dislocation loops (Peak 1), trapped 
by vacancies (Peak 2) and retained in the bulk of tungsten 
(Peak 3).  
The retentions of deuterium adsorbed on the surface, 
trapped by dislocation loops and trapped by vacancies, 
namely Peaks 1 and 2, were increased with increasing the 
deuterium fluence. On the other hand, the retention of 
deuterium migrated into the bulk of tungsten was hardly 
found in lower deuterium fluence region less than 0.3 × 1022 
D+ m-2. Figure shows the depth profiles of deuterium 
observed by GD-OES and chemical states of carbon by XPS 
for C+ - D2+ sequential implanted tungsten. The TEM image 
of sample cross-section was also shown in this figure. It was 
found that deuterium was accumulated within the depth of 
10 nm, where W-C bond was the major chemical state of 
carbon. The condensed damage was introduced in the W-C 
mixed layer by C+ pre-implantation. Most of deuterium was 
trapped in W-C mixed layers. It was reported that the WC 
mixed layer played a diffusion barrier for deuterium [1], 
considering that deuterium would be trapped by irradiation 
defects in condensed damage regions.  
In the C+ - D2+ simultaneous implantation, deuterium 
will be retained in tungsten with formation of irradiation 
defects. It was predicted that the amount of available 
trapping site in W-C mixed layers were different from that 
in the C+ pre-implanted tungsten, because deuterium 
trapping will be occurred before formation of diffusion 
barrier. Therefore, the hydrogen isotope retention behavior 
in C+ - D2+ simultaneous implanted tungsten will be 
elucidated in the future work.  
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